Sweep(Need Device Support)
Sweep need the help of a two-channel oscilloscope to calculate the DDS sine wave signal into the amplitude ratio over the test board so that the board under test can be measured in different frequency signal attenuation. Therefore, the need to connect the DDS as a 1.1 channel of the oscilloscope.
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Figure 1.1 Sweep wiring diagram
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